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Abstract 
Purpose: Over the last decade, wireless capsule endoscope has been the tool of choice for noninvasive 
inspection of the gastrointestinal tract, especially in the small intestine. However, the latest clinical 
products have not been equipped with a sufficiently accurate localization system which makes it difficult 
to determine the location of intestinal abnormalities, and to apply follow-up interventions such as biopsy 
or drug delivery. In this paper, the authors present a novel localization method based on tracking three 
positron emission markers embedded inside an endoscopic capsule. Methods: Three spherical 22Na 
markers with diameters of less than 1 mm are embedded in the cover of the capsule. Gamma ray 
detectors are arranged around a patient body to detect coincidence gamma rays emitted from the three 
markers. The position of each marker can then be estimated using the collected data by the authors' 
tracking algorithm which consists of four consecutive steps: a method to remove corrupted data, an 
initialization method, a clustering method based on the Fuzzy C-means clustering algorithm, and a failure 
prediction method. Results: The tracking algorithm has been implemented in MATLAB utilizing simulation 
data generated from the Geant4 Application for Emission Tomography toolkit. The results show that this 
localization method can achieve real-time tracking with an average position error of less than 0.4 mm and 
an average orientation error of less than 2°. Conclusions: The authors conclude that this study has proven 
the feasibility and potential of the proposed technique in effectively determining the position and 
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Purpose: Over the last decade, wireless capsule endoscope has been the tool of choice
for non-invasive inspection of the gastrointestinal tract, especially in the small intes-
tine. However, the latest clinical products have not been equipped with a sufficiently15
accurate localization system which makes it difficult to determine the location of in-
testinal abnormalities, and to apply follow-up interventions such as biopsy or drug
delivery. In this paper, we present a novel localization method based on tracking
three positron emission markers embedded inside an endoscopic capsule.
Methods: Three spherical 22Na markers with diameters of less than 1mm are em-20
bedded in the cover of the capsule. Gamma ray detectors are arranged around a
patient body to detect coincidence gamma rays emitted from the three markers. The
position of each marker can then be estimated using the collected data by our track-
ing algorithm which consists of four consecutive steps: a method to remove corrupted
data, an initialization method, a clustering method based on the Fuzzy C-means clus-25
tering algorithm, and a failure prediction method.
Results: The tracking algorithm has been implemented in Matlab utilizing simula-
tion data generated from the GATE (Geant4 Application for Emission Tomography)
toolkit. The results show that this localization method can achieve real-time tracking
with an average position error of less than 0.4mm and an average orientation error30
of less than 2◦.
Conclusions: We conclude that this study has proven the feasibility and potential
of the proposed technique in effectively determining the position and orientation of
a robotic endoscopic capsule.
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I. INTRODUCTION35
AWireless Capsule Endoscope (WCE), being a non-invasive and well-tolerated diagnostic
tool, has been a preferred choice to investigate abnormalities in the Gastrointestinal (GI)
tract since its introduction in 20001. Over a million of examinations using WCE have
been performed all over the world2. Although many patients have benefited from these
examinations, deaths caused by GI diseases and disorders are still at a high rate. It was40
reported by the World Health Organization that there were more than 1.4 million deaths
caused by stomach and colorectal cancer in 20093. The American Cancer Society also reports
that approximately 50,000 people die each year in the United States due to colorectal cancer4.
Additionally, other site-specific GI diseases also impose substantial health burden on the
society. Therefore, the next generation of WCE is desired to have not only the diagnostic45
functionality, but also the therapeutic capabilities such as biopsy, targeted drug delivery,
and micro surgery5–7.
A major issue that constrains the progress to develop a fully robotic WCE is that it
has not been equipped with an accurate localization system to provide both position and
orientation information of the capsule. With the latest version of WCE, the endoscopists50
are able to detect pathologies by reviewing the clear images of abnormalities in the GI tract.
However, they are presently unable to locate the abnormalities accurately which, to some
extent, limits the effectiveness of the diagnosis. One of the important information that the
endoscopists need during the diagnosis is the distance that the capsule has travelled along
the GI tract. It would be possible to estimate this information and reconstruct the movement55
trajectory if the capsule is tracked continuously in real-time. Furthermore, in some cases,
the endoscopists may want to return to the sites of interest for further diagnosis or follow-
up interventions. Without accurate localization data, it is very difficult to accomplish this
capability.
Another limitation of the current commercial endoscopic capsules is their passive move-60
ment driven by natural peristalsis of the GI tract. Endowing the capsule with an active
actuation system would speed up the endoscopic examination and minimize the possibility
of missing symptoms. It would also greatly reduce the risks of retention8. However, an
active movement control for the capsule would not be accomplished without prompt feed-
back provided by a localization system. This again emphasizes the significance of solving65
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the problem of localization as visual feedback via endoscopic images is not sufficient. For
example, one of the most popular methods for controlling the movement of the capsule is to
use an external magnetic field to move or rotate an internal permanent magnet integrated
inside the capsule9,10. In this method, the position and orientation data are essential to align
or maintain stable link between the external magnetic field and the internal magnetic field;70
and to control the strength and direction of the external magnetic field.
A variety of localization methods for WCE have been proposed in the literature11. The
first idea was to utilize radio-frequency signals emitted from a capsule for transmission of
endoscopic images12. The signal strength of the received signals measured at eight antennas
placed on the patient abdomen was employed to estimate the position of the capsule. One75
advantage of this technique is that it does not occupy any additional space or consume any
power of the capsule. However, the method is limited to 2D tracking with very low spatial
resolution (an average position error of 37.7 mm).
Another popular technique is through tracking a permanent magnet embedded inside
a capsule. A magnetic sensor array is built around the patient’s body to measure the80
magnetic flux intensities. Based on the mathematical relationship between the strength
and the direction of the magnetic field and the position and orientation of the magnet,
the localization parameters of the capsule can be computed by solving inverse equations.
Although this method can achieve an orientation error of 1.6◦ and an average position error
of 1.8mm13, the method is not compatible with the presence of magnetic actuation systems85
due to an interference between the two applied magnetic fields.
Several research efforts have been undertaken to find solutions for this important interfer-
ence problem. The first solution is based on the fact that a low-frequency rotating magnetic
field generated for actuation purpose does not influence a high-frequency alternating mag-
netic field of the localization system. Exciting coil arrays for generating high-frequency90
alternating magnetic field are used in conjunction with detecting coil arrays to track a res-
onating coil enclosed inside the capsule14,15. The second idea is to place magnetic sensors
inside the capsule to take advantage of the external magnetic field generated for actuation.
Different approaches to measure this magnetic field have been proposed such as enclosing
four or six one-axis Hall-effect sensors in the capsule16,17; using only one 3-axis magnetic sen-95
sor18; or utilizing Hall-effect sensors combined with a tri-axial accelerometer19. A common
drawback of these methods is space requirement to install such cumbersome localization
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mechanisms inside the capsule. In fact, the currently available capsules are already highly
compact20.
In this paper, we propose a novel localization method for WCE based on tracking multiple100
radioactive positron emission markers attached in the capsule body. Each marker has a
spherical shape with a maximum diameter of 1mm. The markers are placed in the plastic
cover of the capsule as shown in Fig. 3. This method hardly occupies any additional space
inside the capsule. In addition, zero battery consumption is also an advantage of this
localization method.105
Tracking implanted positron emission markers has been studied by Xu et al.21 in order to
track tumor motion during radiation therapy. In this paper, we extend this principle to the
localization of WCEs. However, the relative distance between the markers in the capsule is
closer than in the tumor which makes the clustering problem more challenging. Additionally,
the movement range of the capsule is larger than that of the tumor. A new effective tracking110
algorithm has been developed to determine the positions of the three markers. After imple-
menting the algorithm using simulation data, the position and orientation of the capsule can
be calculated in real-time with sub-millimeter accuracy. The proposed localization method
would be compatible with different actuation mechanisms.
II. PRINCIPLE OF OPERATION AND SYSTEM DESIGN115
II.A. Principle of operation
In order to solve the localization problem for the WCE, three positron emission markers
are embedded inside the capsule. The isotope confined in the marker decays and emits a
positron. The emitted positron then encounters an electron from the environment. These
two particles mutually annihilate and generate two gamma rays (511 keV) in nearly collinear120
opposite directions. The distance that the positron has traveled before the annihilation
event occurs is called positron range. Typically, it is within a few millimeters depending
on the type of radioisotope. Consequently, in every localization run (50ms), hundreds (or
thousands) of pairs of gamma rays in opposite directions are generated from the markers.
The number of gamma rays generated is dependent on the activity of the particular isotope125
used.
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Fig. 1 Three main types of coincidence events.
Position-sensitive gamma ray detectors are placed around the patient to detect these
annihilation gamma rays. Simultaneously detecting both annihilation photons defines a line
of response (LOR), and this is called coincidence line. The location of the annihilation in
the marker is supposed to be somewhere along this line. A coincidence event is considered130
to occur when two opposite detectors detect the gamma rays within a time window, a very
short time interval (typically from six to twelve nanoseconds).
There are three major types of coincidence events: true, random, and scattered, as can
be seen in Fig. 1. A scattered coincidence occurs when at least one of the gamma rays
from a single annihilation event scatters in the object being scanned prior to detection. A135
random coincidence occurs when two gamma rays not arising from the same positron decay
are detected in coincidence within a time window. Scattered and random coincidence events
result in corrupted coincidence lines and less of spatial accuracy.
As mentioned above, a positron annihilation event is expected to have occurred some-
where along the coincidence line. Therefore, if there is only a single positron emission point140
source being scanned, ideally two non-parallel coincidence lines are sufficient to locate the
source. However, in practice, due to the positron range, noncollinearity, random and scat-
tered coincidences, it is necessary to have a sufficient number of coincidence lines to improve
the tracking accuracy. In this case, the 3D location of the point source can be estimated by
finding the point that minimizes the sum of squared perpendicular distances to all of the145
recorded coincidence lines21.
Extending the above principle, it is possible to track three positron emission markers using
gamma ray detectors. In one localization run, three groups of coincidence lines originating
6
Fig. 2 Coincidence lines generated by three positron emission markers in one localization time
interval.
from the three markers together with a number of corrupted lines are collected as illustrated
in Fig. 2 as an example. In order to calculate the position of each marker, firstly, most of the150
corrupted lines are discarded by an outlier removal method. Then, a clustering algorithm
is employed to assign correctly each coincidence line to the corresponding marker that has
generated the coincidence line. Once this step is done, the position of each individual marker
can be determined from its set of coincidence lines similar to the case of tracking a single
point source. The position and orientation information of the capsule can then be obtained155
based on the position data of the three markers. These steps are explained in detail in the
remainder of this paper.
II.B. Conceptual system design
- “Capsule with markers” prototype: For the tracking purpose, three cylindrical holes
(with a dimension of Φ 1mm× L 1mm) are created in the plastic cover of the capsule body160
as can be seen in Fig. 3. At the beginning of an endoscopy procedure, three positron
emission markers are attached to the capsule by inserting them into the holes. The marker
will then be locked by a lid (with the same material of the plastic cover) at the top of the
hole to ensure the marker will not be released during the endoscopy procedure. The relative
distances between any two of the three markers are 10mm, 13mm, and 13 mm, respectively.165
- Isotopes and markers: In tumor tracking21, the choice of isotope is limited due to the
restriction in the isotope’s half-life. The markers would remain in the tumor after completing
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Fig. 3 Configuration of three markers in a capsule. The capsule is drawn transparently for better
visualization of the markers (right). A hole confining the marker is shown and zoomed in a red
box.
the radiation therapy, thus their half-lives are only allowed to be from a few days to a few
weeks depending on the treatment duration21. This is to avoid high radiation dose to
the patient. Conversely, in capsule localization, the capsule is generally disposed in normal170
excretion after traveling for approximately 8-10 hours inside the GI tract8. Therefore, in most
cases, the patient will not be exposed to additional radiation once the WCE examination
has been completed. Moreover, in the future when the capsule is provided with an active
actuation system, the duration of a WCE examination is expected to even be shortened
significantly and capsule retention is expected to not occur. Accordingly, this provides a175
broader range for choosing isotopes used in capsule tracking. Any positron emission isotope
whose half-life is over a few hours could be a considerable choice.
In this study, we choose 22Na (with a half-life of 2.6 years) to be the radioactive cores
for the three markers. This is because 22Na has already been used widely to make point
sources for Positron Emission Tomography (PET) in medical clinics. Secondly, the positron180
range of 22Na is smaller than that of other positron emission isotopes such as 124I, 74As,
84Rb,22 thus using 22Na will potentially provide higher tracking accuracy. Finally, thanks to
its long half-life, the markers can be re-used multiple times for future WCE examinations
that require capsule localization without frequent replenishment.
The marker is designed to have a spherical shape with a diameter of less than 1mm.185
The marker contains a tiny spherical radioactive core 22Na (with a diameter of 0.25mm
to 0.5mm, and an activity of less than 1.85 MBq) centered in an acrylic or metallic shell.
8
Fig. 4 Reduced geometry for capsule localization (left) compared to full-ring geometry for PET
imaging (right).
For some other isotopes which have higher positron range such as 124I, the spherical shell
can be made by gold, tungsten or titanium with a thickness of 0.2-0.3mm depending on
the positron range of the isotopes22. This is to confine the emitted positrons to within the190
shell before annihilation occurs, and thus reduce the effect of positron range in the tracking
accuracy. In practice, the marker design can be fabricated using similar techniques employed
for producing commercial brachytherapy seeds21.
- Gamma ray detectors: Gamma ray detector modules which have been used in clinic PET
imaging can also be employed in this tracking application for WCE. In conventional PET195
systems, for imaging purpose, the detectors need to be arranged in full rings to generate
a number of images of the radioactive tracer distribution inside the patient body using
reconstruction algorithms. However, for tracking purpose, in theory, a minimum of 2 pairs
of facing detector blocks at a certain angle to each other is sufficient to provide the location
information of the markers. This could significantly reduce the cost and the complexity of200
the localization system for WCE. Figure 4 shows a visual comparison between a conventional
PET scanner and an example of detector modules for capsule localization.
In this paper, firstly, the performance of the localization method is evaluated using the
full-ring geometry of a conventional PET system. Then, a smaller detector system with two
pairs of detector modules is employed to analyze how reducing the detector geometry would205
affect the tracking accuracy.
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II.C. Radiation dose estimation
Since the physical half-life of 22Na (T1/2= 2.6 years) is much longer than the duration
of one WCE examination (8-10 hours), the loss of activity due to the physical decay of the
radionuclide can be neglected. The radiation dose from a marker to the surrounding tissues210
can thus be calculated by the external dose formula23 as below
Ḣ =
Γ× A× e−µT
d2
(1)
where Ḣ is the equivalent dose rate (in µSv/h), Γ is the gamma constant of 22Na (0.362
µSv/h per MBq @ 1m), A is the activity of the isotope (in MBq), µ is the linear PET
attenuation coefficient (in cm−1) (µtissues = 0.096, µbone = 0.172
24), T is the thickness of the215
attenuating material (in cm), and d is the distance from the marker (in m).
Therefore, the total radiation dose from one marker for an entire WCE examination is
given by
H =
∫ t
0
Ḣ dt =
∫ t
0
Γ× A× e−µT
d2
dt (2)
where H is the total radiation dose in one WCE examination from one marker (in µSv)220
and t is the duration of the examination (in hours). As the capsule moves during the WCE
procedure, the distance d from a tissue to the marker is a function of the time dt, the capsule
velocity, and the structure of the GI tract. The architecture of the human GI tract, which
consists of esophagus, stomach, small intestine and colon, is very complex, especially the
small intestine. In addition, the capsule speed varies depending on a number of factors such225
as peristaltic propulsive force, the environment of the digestive section where the capsule
is, an active control for capsule movement, etc. Therefore, it is impossible to calculate the
exact radiation dose to a patient’s tissues.
However, the maximum radiation dose to the surrounding tissues from the three markers
can be approximately estimated by a simplified equation (when the capsule is assumed to230
remain stationary, and the gamma rays are assumed to pass through the air before reaching
the tissue) as below
Hmax ≈
3× Γ× A× t
d2
(3)
As mentioned above, A is chosen at 1.85MBq, thus
Hmax ≈
3× 0.362× 1.85× t
d2
≈
2.009× t
d2
(µSv) (4)235
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Fig. 5 Maximum radiation dose exposed from the three markers to surrounding tissues.
Figure 5 shows a distribution of the maximum radiation dose (mSv) to surrounding tissues
as a function of the duration of the WCE examination (from 1 to 10 hours) and the distance
from the capsule (from 10mm to 50mm). The further the distance from the capsule to the
tissue is, the lower the radiation that it is exposed to. The radiation dose drops dramatically
when the distance is larger than 20mm. The maximum radiation dose to a tissue that is240
50mm away from the capsule in 10 hours is approximately 8.04 mSv.
III. TRACKING ALGORITHM
As mentioned above, hundreds (or thousands) of coincidence lines are collected in every
localization time interval (50ms) which includes both true lines and corrupted ones. A
tracking algorithm is required to extract position information of the three markers from the245
collected coincidence lines. The algorithm needs to perform fast enough to preserve real-
time tracking while it ensures to provide high tracking accuracy. In this section, an effective
tracking algorithm that we have developed based on Fuzzy C-means clustering algorithm
is presented. This tracking algorithm is inspired by the algorithm proposed in21,22,25. Our
algorithm consists of four following main steps, and it can be extended to work with not250
only three markers, but also four, five or more if required.
1. An outlier removal method: to remove corrupted lines based on finding the center of
the triangle formed by the three markers. This step provides clean input data for the
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Fig. 6 Flow-chart of the tracking algorithm.
Fuzzy C-means clustering algorithm in step 4.
2. An initialization method: to estimate the initial points for the three vertices of the255
triangle (i.e. the initial positions of the three markers).
3. A failure prediction method: to ensure that the Fuzzy C-means clustering algorithm
will not fail in some extreme cases using the initial values estimated in step 2.
4. The Fuzzy C-means clustering algorithm: to assign correctly each coincidence line
to the corresponding marker that has generated it, and to calculate the point that260
minimizes the sum of squared perpendicular distances to all coincidence lines in each
of the three classified groups.
The algorithm flow-chart is described in Fig. 6, and each step is explained in detail in
the following sub-sections III.A to III.D
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III.A. Removing corrupted lines and triangle center finding265
As shown in Fig. 3, the three markers form a triangle with the edge lengths of 10mm,
13mm and 13mm, respectively. In this step, the center of the triangle is located. There are
several types of triangle center, but the one that we are considering here is the triangle’s
centroid as it minimizes the sum of squared distances to the three vertices. This centroid
is supposed to be the point that minimizes the sum of squared distances to all of the true270
coincidence lines.
In order to locate the center of the triangle, two following sub-steps are executed repeat-
edly in sequence until no coincidence lines are discarded and the change in the estimated
position of the triangle center is less than a pre-determined value
• Finding the point that minimizes the sum of squared perpendicular distances to all275
coincidence lines (called minimum distance point).
• Removing coincidence lines that are too far from the calculated minimum distance
point based on the modified Thompson Tau’s method, a statistical outlier removal
method26.
The mathematical formula representing iterations to determine the minimum distance point280
is given by
~C(j+1) = ~C(j) + ~T (j) (5)
where ~C(j+1) is the new XYZ position of the center at the iteration (j + 1)th; ~C(j) is the
position of the center at the previous iteration (jth). The initial position of the center ~C(j=0)
is set at (0, 0, 0) mm (which is the centroid of the detector system) for the first localization285
run (i = 1), and is set at the previously estimated position for other localization runs (i > 1).
And ~T (j) is a translation vector, defined by
~T (j) = kT
∑N
n=1 G
(
∥
∥
∥
~d
(
~C(j), ln
)∥
∥
∥
, d
(j)
, σ(j)
)
· ~d
(
~C(j), ln
)
∑N
n=1G
(
∥
∥
∥
~d
(
~C(j), ln
)∥
∥
∥
, d
(j)
, σ(j)
) (6)
where N is the number of coincidence lines collected in the current localization run ith; kT
is a scale constant which influences the iteration speed (its optimal value is chosen at 0.5);290
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~d( ~C(j), ln) denotes the perpendicular distance vector from ~C(j) to a coincidence line ln. Cal-
culating distance vectors for every line ln (n = 1, ..., N), we obtain a set (S) of distance com-
ponents with a mean d
(j)
and a standard deviation σ(j). Each distance vector is then assigned
a weight G
(
∥
∥
∥
~d
(
~C(j), ln
)∥
∥
∥
, d
(j)
, σ(j)
)
depending on how statistically inconsistent its magni-
tude is with the rest of the components in the set. The weight G
(
∥
∥
∥
~d
(
~C(j), ln
)∥
∥
∥
, d
(j)
, σ(j)
)
295
is computed according to the Gaussian probability distribution.
The iterations stop once the position change of the minimum distance point is less than
a threshold (0.1 mm), i.e. when the magnitude of the translation vector ~T (j) is less than
0.1mm.
The modified Thompson Tau’s method26 is then activated to eliminate the coincidence300
lines that are two far from the calculated minimum distance point. With this method, only
one corrupted line is rejected at a time. In each iteration step, the mean distance d and
the standard deviation σ of the set (S) are re-calculated, and the line furthest from the
minimum distance point is considered as a suspected corrupted line. Using the following
rules, this line is determined to be rejected or to be kept305
• If
(
∥
∥
∥
~df
∥
∥
∥
− d
)
> τ · σ, the line is discarded
• If
(
∥
∥
∥
~df
∥
∥
∥
− d
)
≤ τ · σ, the line is kept
where
∥
∥
∥
~df
∥
∥
∥
is the distance from the minimum distance point to the furthest line. τ is the
modified Thompson constant controlled by the number of coincidence lines in the set S.
The value of τ can be selected from the table of modified Thompson τ values for different310
number of data points26. For example, τ varies from 1.9530 to 1.9572 when the number of
data points is from 200 to 500. Once a corrupted line is rejected, the process starts over and
it is repeated until no more corrupted lines are identified.
III.B. Initialization method
Given a located triangle center, the purpose of this step is to estimate initial values for315
the three markers (i.e. the three vertices of the triangle). This can be done by rotating the
triangle around its center such that the sum of squared distances from the vertices to their
respective coincidence lines is minimal. Assume that the triangle is rotated by a rotation
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angle θ around a unit vector (u, v, w) that goes through the triangle center, the positions of
the three vertices are320
[
~M1 ~M2 ~M3
]
= R(u, v, w, θ) ·
[
~M
(0)
1
~M
(0)
2
~M
(0)
3
]
+
[
~C ~C ~C
]
(7)
where ~C is the location of the triangle center; R(u, v, w, θ) is a rotation matrix as a function
of (u, v, w, θ); and
[
~M
(0)
1
~M
(0)
2
~M
(0)
3
]
=
[
(−5,−4, 0)T (0, 8, 0)T (5,−4, 0)T
]
mm are reference
positions of the three vertices when the triangle lies on the XY plane and the triangle center
is placed at the origin of the Cartesian coordinate (i.e. the centroid of the detector system).325
The sum of squared distances from the three vertices to their respective coincidence lines
is a function of (u, v, w, θ) as below
D(u, v, w, θ) =
3
∑
k=1
Nk
∑
j=1
∥
∥
∥
~d( ~Mk, lj)
∥
∥
∥
2
(8)
where k is the marker index (k = 1, 2, 3); lj is the coincidence line to which the marker ~Mk
is the closest marker (lj has a unit vector ~nj and pass through a point ~aj); Nk is the number330
of coincidence lines to which ~Mk is the closest marker;
∥
∥
∥
~d( ~Mk, lj)
∥
∥
∥
is the distance from the
marker ~Mk to the line lj.
To minimize D, the parameters (u, v, w, θ) must satisfy the following equation
∂D
∂u
=
∂D
∂v
=
∂D
∂w
=
∂D
∂θ
= 0 (9)
From Eq.(8) and Eq.(7) , we have335
D =
3
∑
k=1
Nk
∑
j=1
(
− cj + ~V
T
j
(
R ~M
(0)
k +
~C
)
−
(
R ~M
(0)
k +
~C
)T
Aj
(
R ~M
(0)
k +
~C
)
)
(10)
where cj = ~a
T
j [~nj ]
2
×
~aj (11)
~V Tj = 2~a
T
j [~nj ]
2
×
(12)
Aj = [~nj]
2
×
(13)340
Eq.(9) can thus be solved by a built-in optimization function in Matlab (e.g. fmincon).
Once (u, v, w, θ) have been computed, the initial positions of the markers can be estimated
using Eq.(7). This initialization method is generally time-consuming, thus it is only used
when the localization starts or when a potential failure is detected. For other localization345
runs, the markers’ positions calculated from the previous localization run are employed as
initial data.
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III.C. Fuzzy C-mean clustering algorithm
Given the initial positions for the three markers estimated in step 2, Fuzzy C-mean
clustering algorithm27 is used to classify the coincidence lines into three groups such that350
the lines in the same group are supposed to arise from the same marker. The position of each
marker is expected to be the point that minimizes the sum of squared perpendicular distance
to all coincidence lines in its corresponding group. In contrast to hard clustering where each
coincidence line is only allowed to belong to exactly one cluster, the Fuzzy C-mean clustering
assigns a degree of membership of each coincidence line to every cluster.355
The algorithm is carried out through the following iterative sub-steps:
• At the start of the algorithm (i = 0), the position of the three markers are set at
estimated initial values ~M
(i=0)
k (k = 1, 2, 3). Since the isotopes confined in the three
markers are chosen at approximately the same activity, the number of coincidence lines
in each cluster is initially assumed to be equal to each other. Therefore, the initial360
relative activity of each marker is
f
(i=0)
1 = f
(i=0)
2 = f
(i=0)
3 =
1
3
(14)
The relative activity of a marker indicates how large the size of its corresponding
cluster is compared to the other clusters.
• At the ith iteration, the degree of membership of each coincidence line ln (n = 1, ..., N)365
to each of the clusters (k = 1, ..., 3) is given by
u
(i)
nk =
f
(i)
k ·
(
1
∥
∥
∥
~d( ~M
(i)
k
,ln)
∥
∥
∥
2
)
1
(q−1)
∑3
j=1 f
(i)
j ·
(
1
∥
∥
∥
~d( ~M
(i)
j ,ln)
∥
∥
∥
2
)
1
(q−1)
(15)
where
∥
∥
∥
~d( ~M
(i)
k , ln)
∥
∥
∥
is the distance from the marker k to the line ln; and q is a weighting
exponent which controls the “fuzziness” of the resulting clusters (it can be any number
greater than 1).370
• The new positions of the markers and their relative activity are then updated:
~M
(i+1)
k =
~M
(i)
k + h
∑N
n=1(u
(i)
nk)
q · ~d( ~M
(i)
k , ln)
∑N
n=1(u
(i)
nk)
q
(16)
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where h is a scale constant which controls the iteration speed (its optimal value is
chosen at 1.5)
f
(i+1)
k =
∑N
n=1 u
(i)
nk
∑3
j=1
∑N
n=1 u
(i)
nj
(17)375
As explained in the section III.A, most of the corrupted coincidence lines have been identi-
fied and discarded by removing coincidence lines that are too far from the triangle center.
However, there may remain some coincidence lines passing close to the triangle center but
not belonging to any clusters (their distances to each marker are larger than 5mm). Their
assigned membership values would contribute to the new estimate of the markers’ positions380
as shown in Eq.(16), and hence negatively affect the tracking accuracy. Furthermore, since
the minimum distance between any two of the three markers are 10mm, a coincidence line
whose distance to a marker ~M
(i)
k is larger than 5mm is supposed to belong to other markers.
Therefore, the following condition is added to Eq.(15)
u
(i)
nk = 0 if
∥
∥
∥
~d( ~M
(i)
k , ln)
∥
∥
∥
> 5mm (18)385
III.D. Failure prediction method
As explained above, the initialization method provides reliable initial values for the mark-
ers’ positions which most likely lead to successful clustering by the Fuzzy C-mean algorithm.
However, the computation of this initial estimate is cumbersome and time-consuming (ap-
proximately 0.4s to 0.5s) compared to the sampling time of 50ms (one localization time390
interval). The initialization method is thus only used for the first localization run when
prior knowledge of the markers’ positions is unknown. In other localization runs, markers’
positions calculated from the previous run can be taken as initial positions for the markers.
In some extreme cases in which the capsule’s position and orientation change dramatically
after one localization run (e.g. when the patient coughs; or when the capsule falls in a hollow395
area such as a patient’s stomach; or due to a sudden force generated by a magnetic actuation
system), the initial estimate based on prior knowledge from the previous run may not be
reliable. Wrong initial positions could result in a failure in the Fuzzy C-mean algorithm
(the clustering algorithm is considered to fail when at least two markers are assigned to
the same cluster). Therefore, a failure prediction method is essential to prevent the Fuzzy400
17
C-mean algorithm from having wrong starting values. Once the failure prediction method
has detected a potential failure, the last known positions of the markers will not be used as
the starting points for the clustering algorithm. Instead, the initialization method described
in step 2 (sub-section III.B) is activated again to provide better initial data.
In order to avoid potential failures, two following conditions are checked before proceeding405
to the Fuzzy C-mean clustering algorithm:
• The relative distance between any two of the three initial points is compared with a
pre-determined value (5mm). If the former is smaller than the latter, the initial points
are considered as unacceptable. This is because two initial points that are too close
to each other would likely be assigned to the same cluster.410
• If the capsule encounters an abrupt movement, the position change of the markers
between two consecutive localization runs would be large. The collected coincidence
lines would thus be far away from the three initial points. In order to check whether
or not this condition occurs, the failure prediction method compares the total number
of “close” lines to the three initial points with 50% of the total number of coincidence415
lines collected in the localization run. The initial positions are considered to be good
only if the former is larger than the latter. A coincidence line is considered to be
“close” with a marker if their perpendicular distance is less than 5mm.
IV. GATE SIMULATION
In order to examine the validation of the proposed localization system, a model of the420
localization system has been simulated in GATE (Geant4 Application for Emission Tomog-
raphy), a Monte Carlo simulation toolkit developed by the OpenGATE collaboration since
200128. GATE is reliable to provide accurate modeling of Positron Emission Tomography
(PET) and Single Photon Emission Tomography (SPECT). Many models of commercial
PET and SPECT systems have been simulated in GATE and then validated by comparing425
the results generated by GATE against those obtained from the real systems. For example,
the models of Allegro and Mosaic PET scanners from Philips29,30, GE Advance scanner from
GEMS31, and ECAT HRRT scanner from Siemens32 were validated with an agreement from
1% to 8%. Thanks to the reliability, GATE toolkit has been used widely in many studies in
18
Fig. 7 Gamma rays are generated from a capsule inside a water phantom (white cylinder) in
GATE simulation.
the field of nuclear medicine.430
The model of the gamma ray detectors used in this study is designed according to the
geometry of the Philips Allegro PET scanner29. A cylindrical water phantom with a diameter
of 20 cm and a length of 20 cm is placed at the center of the scanner to simulate a patient body
as illustrated in Fig. 7. The phantom is filled with water to maintain similar attenuation
and scattering properties when the gamma rays pass through a patient body. A plastic435
capsule with a diameter of 11mm and a length of 25mm is placed inside the phantom.
The thickness of the capsule’s cover is 2mm. Three radioactive markers are embedded in
the capsule’s cover with the same configuration as shown in Fig. 3. The modeled marker
contains 0.5mm-diameter spherical radioactive core encapsulated in a spherical acrylic shell
with a thickness of 0.25mm. Isotope 22Na with an activity of 1.85MBq is used as the440
radioactive core confined inside the markers.
The capsule is moved in an orbiting trajectory around the z axis with a speed of 5
mm/s, combined with a translation movement along the z axis with a speed of 2.5 mm/s
as illustrated in Fig. 8. This is to ensure that the positions of the markers change in all X,
Y and Z directions during the movement of the capsule. Note that the orientation of the445
coordinate system in GATE is different with that of a regular Cartesian coordinate system.
As can be seen in Fig. 8, x,y, and z axes in GATE are the lateral axis, vertical axis and
19
−40−30−20
40
−10
20
−50
−40
−30
−20
−10
10
−20
10
−40
203040
Blue: Marker 1
Green: Marker 2
Red: Marker 3
Y(mm) 
Z
(mm) X (mm) 
0
Fig. 8 Computed 3D positions of the three markers in all localization runs.
longitudinal axis of the detector system, respectively. The capsule travels from a starting
point at the location of (-57, 0, -45) mm to the stopping point at the location of (57, 0, 45)
mm in 36 seconds. Initially, the capsule is placed in a vertical direction, thus the positions of450
the three markers are (-57, 12, -45) mm, (-57, 0, -40) mm, and (-57, 0, -50) mm, respectively.
When the capsule finishes its journey, the markers’ positions are (57, -12, 45) mm, (57, 0,
50) mm, and (57, 0, 40) mm, respectively.
Localization time interval is chosen at 50ms, i.e. coincidence lines are collected at a
sampling frequency of 20Hz. Therefore, there are 36×20 = 720 localization runs throughout455
the simulation. In total, 1,735,600 coincidence lines are acquired. Accordingly, the average
number of coincidence lines in each localization run is approximately 2,410 lines. In GATE,
it is possible to obtain the number of random and scattered coincidence events after the
simulation is completed by processing ROOT output files using C++ codes. The total
number of true coincidence events recorded is approximately 1,268,400 events, thus the460
fraction of true coincidence lines over the total number of coincidence lines is 73.1%.
V. RESULTS
The tracking algorithm is implemented in Matlab (MathWorks, Inc.) to evaluate its
performance using the data obtained by GATE. The localization is successful in all 720
localization runs. Figure 8 presents a plot of calculated positions of the three markers in 3D465
for every localization run which forms three corresponding trajectories. These trajectories
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Fig. 9 The triangle center error in every localization run when only 210 lines (top) or all 2410
lines (bottom) are used in each localization time interval.
are closely related to the movement trajectory of the capsule. The localization performance
is analyzed in detail in the sub-sections V.A to V.D
V.A. Accuracy of finding triangle’s center and effectiveness of removing
corrupted lines470
Although an average of 2410 lines are stored in each localization run, only 210 lines are
used in the implementation of the tracking algorithm. This number of lines is sufficient
to provide a reasonable tracking accuracy while speeding up the computation. A more
important reason is to imitate the loss of sensitivity in the case of using a smaller detector
system (as shown in Fig. 4) in practice.475
The tracking algorithm uses 210 × 720 = 151, 200 coincidence lines throughout 720 lo-
calization runs. However, approximately 37,800 coincidence lines are detected as corrupted
lines and thus are discarded by the algorithm. Therefore, an average of 75% coincidence
lines remain after applying the corrupted line removal method explained in the sub-section
III.A. This fraction is almost the same as the rate of 73.1% true coincidence lines reported in480
GATE. The triangle center finding method successfully locates the triangle center in every
localization run with an average error of 0.88mm when 210 lines are used. The error could be
improved to 0.38mm when all 2410 lines are taken into account as shown in Fig. 9. However,
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Fig. 10 Position error of each marker in every localization run (left) with a histogram of the
markers’ position errors throughout 720 localization runs (right).
the computational time is increased from 1.3ms to 20.3ms due to the large number of input
data (computed by a 2.8 Ghz Intel Core i7 processor).485
V.B. Performance of the tracking algorithm
After the positions of the markers have been initialized by the initialization method in ap-
proximately 0.5s for the first localization run, the Fuzzy C-mean clustering algorithm starts
assigning the markers to their respective cluster of coincidence lines. For other localization
runs, the prior knowledge of the markers’ positions is used as initial points for the posterior490
run. With 210 coincidence lines (nearly 53 true coincidence lines for each marker) being used
in each localization time interval, all three markers are localized successfully without any
failures in every 50ms. Averagely, the whole tracking steps take 2.5ms to complete locating
the three markers in each localization run.
In GATE simulation, 3D locations of all annihilation events that occur during the capsule495
movement can be stored. The center of mass of these locations in each localization run is
considered as the true position of the marker. This information is then compared with the
estimated position computed by the tracking algorithm to evaluate the position error of each
marker. As seen in Fig. 10, the tracking algorithm achieves high accuracy with an average
position error of approximately 0.37mm.500
Based on the configuration of the markers in the capsule body as shown in Fig. 3, the
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Fig. 11 Orientation error of the capsule in every localization run.
centroid of the capsule is also the midpoint of the segment connecting the two closest mark-
ers. The other marker, which is furthest away from these two markers, lies on one tip of
the capsule. Therefore, a vector that originates from the midpoint between the two closest
markers to the furthest marker can be considered as an orientation vector of the capsule.505
The true orientation vector can thus be calculated in every localization run using the true
positions of the markers. The different angle between a true orientation vector and an esti-
mated orientation vector is considered as the orientation error of the capsule. As illustrated
in Fig. 11, the average orientation error of the capsule is approximately 1.8◦.
V.C. Failure prediction and initialization510
In order to evaluate the effectiveness of the failure prediction method, an abrupt move-
ment of the capsule is generated at the beginning of the 300th localization run. The capsule
is suddenly dragged 50mm away from its previous position. Without the failure prediction
method, the Fuzzy C-mean clustering algorithm fails to locate the three markers. This is
understandable as the initial values, which are based on previous markers’ positions, are515
unreliable in this case (50mm away). As a result, the markers’ position errors are increased
from an average of 0.4 mm to 50 mm. Since the failure is not detected, wrong initial values
are continuously fed into the tracking algorithm. The position errors, therefore, increase in
each subsequent localization, as shown in Fig. 12.
At the beginning of the 500th localization run, the failure prediction method is added to520
the tracking algorithm. This additional check immediately detects a potential failure and
stops the use of prior data as initial values for the current localization run. The initialization
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Fig. 12 Markers’ position errors (top) and computational time (bottom) with and without the
failure prediction method.
method is then activated to estimate new initial inputs for the Fuzzy C-mean clustering
algorithm. This procedure takes 0.41s (shown as a surge on the bottom plot in Fig. 12)
before the markers are kept on track with a similar accuracy as the first 300 runs. This525
demonstrates the necessity and effectiveness of the failure prediction method in maintaining
a high accuracy for the localization procedure.
V.D. Effect of phantom size and capsule movement speed on the tracking
accuracy
Scattering of gamma rays in a patient body affects the tracking accuracy. Scattering530
occurs more often in a thick patient body than in a smaller body, thus different dimensions
of the phantom are simulated to evaluate the effect of a patient’s thickness on the tracking
performance. The phantom’s diameters considered are 20cm, 25cm, 30cm, 35cm, and 40
cm. As can be seen in Fig. 13, the average position error of an entire simulation is higher
when the phantom’s diameter is increased. This is because the larger the diameter of535
the phantom is, the more scattered coincidence events occur, or in other words, the less
true coincidence lines being obtained. Reported by GATE, an average percentage of true
coincidence events in one entire simulation are 73.1%, 65.4%, 58.8%, 52.6%, and 47.3% when
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the phantom’s diameter varies from 20cm to 40cm, respectively. Due to both attenuation
and scattering characteristics of gamma rays, the total number of coincidence lines detected540
in each localization time interval is decreased in relation with the increase of the patient’s
thickness. Therefore, for comparison purposes the results shown in Fig. 13 are generated
using all coincidence lines collected in one localization run instead of only 210 lines per run
as previously.
In this section, effect of the movement speed of the capsule on the tracking performance545
is also investigated. The capsule moves along the same trajectory as previously, however
eight different levels of the movement speeds are simulated, which are 5mm/s, 10mm/s, 15
mm/s, 20 mm/s, 25 mm/s, 30 mm/s, 35 mm/s, and 40 mm/s orbiting around the z axis,
combined with 2.5mm/s, 5mm/s, 7.5 mm/s, 10 mm/s, 12.5 mm/s, 15 mm/s, 17.5 mm/s,
and 20 mm/s translation along the z axis, respectively. As shown in Fig. 13, the speed of550
the capsule movement has a slight effect on the tracking accuracy. The average position
error becomes slightly higher when the capsule moves faster. In addition, the results have
25
Fig. 14 Coincidence lines collected by a small detector system (left) and by the full-ring scanner
(right).
demonstrated a high reliability of the tracking algorithm as three markers are successfully
located in the worst case when the thickest patient body (40cm) and the highest movement
speed (40mm/s) are simulated.555
V.E. Performance comparison between the full-ring scanner and a smaller
detector system
As opposed to the conventional PET imaging technique, the localization method for WCE
does not require the full-ring geometry. Therefore, a new simulation dataset, which is for
a smaller detector system with two pairs of detector modules (Fig. 4), has been created to560
evaluate how a smaller detector geometry affects the tracking performance.
In order to compare these results with the results from the full-ring detector, most of
the parameters of the previously simulated model are kept unchanged, such as the capsule
speed (5mm/s), the capsule movement trajectory, the phantom size (20cm), the crystal size
(4mm × 6mm × 20mm), the crystal type (GSO), the detector diameter at the surface of565
the crystals (86.4cm), and etc. However, instead of using 28 blocks (each block is made
of 22 × 29 crystals), the new simulation uses only 4 blocks (each block contains 38 × 29
crystals). This means that the number of crystals used in this simulation is decreased by
four times (4× 38× 29 = 4, 408 crystals, compared with 28× 22× 29 = 17, 864 crystals).
Due to the decreased number of the crystals, only 204,484 coincidence lines are recorded570
26
throughout 720 localization runs in this simulation (i.e. on average 284 lines per run).
Again, 210 lines out of 284 lines are input to the tracking algorithm in each localization
run to speed up the algorithm computation. Figure 14 illustrates a visual comparison
between the coincidence lines collected in this simulation and those collected by the full-ring
scanner. After the tracking algorithm is implemented, the tracking accuracy obtained is575
even enhanced slightly. The position errors of the three markers are 0.36mm ± 0.18mm,
0.36mm± 0.19mm, and 0.35mm± 0.17mm, respectively, and the success rate is maintained
at 100%.
Table I A comparison between the full-ring scanner and a small detector system in the number
of total coincidence lines, the number of true coincidence lines, the true coincidence rate, and
the average number of coincidence lines in each localization run when different phantom sizes are
simulated
Phantom
diameters
Detector
systems
Number of
total lines
Number of
true lines
True coincidence
rate
Average number
of lines per run
20cm
Full ring 1,735,600 1,268,390 73.1% 2410
Reduced 204,484 167,512 81.9% 284
25cm
Full ring 1,147,045 750,291 65.4% 1593
Reduced 131,947 100,194 75.9% 183
30cm
Full ring 768,010 451,483 58.8% 1067
Reduced 86,376 60,593 70.2% 120
35cm
Full ring 519,842 273,639 52.6% 722
Reduced 57,360 36,809 64.2% 80
40cm
Full ring 354,354 167,442 47.3% 492
Reduced 38,547 22,800 59.2% 54
There are two reasons for why the tracking accuracy is slightly better than previously
achieved when a full-ring scanner is used. Firstly, this is because of the increase in the true580
coincidence rate (as shown in Table I). Given a less number of detector blocks (4 compared
to 28), the possibility of detecting scattered coincidence and random coincidence by the
smaller detector system is reduced. Secondly, regardless of how many coincidence lines
are recorded totally in each localization run, the same number of lines (210) is fed to the
tracking algorithm for both datasets. Therefore, the tracking algorithm was implemented585
with a larger number of true coincidence lines for this simulation dataset.
Although the activity of the isotope is chosen at the same level for both datasets, the
success rate using the reduced geometry is retained at 100%. However, with a larger phan-
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Fig. 15 Average number of coincidence lines collected in each localization run by both scanners
when different phantom diameters are simulated. These data are fitted in two third-order polyno-
mial curves colored correspondingly.
tom diameter, the average number of coincidence lines recorded in each localization run is
expected to decrease to be less than the desired number of 210. Therefore, to determine590
what activity of the isotope should be chosen when the patient thickness is changed, different
phantom diameters have also been simulated. Table I presents a comparison in the number
of coincidence lines and the true coincidence rate collected by both detector systems when
different phantom diameters are used.
Depending on the tracking frequency and the phantom size, the minimum activity re-595
quirement of the isotope contained in the markers can approximately be estimated from:
Amin = 1.85×
f
20
×
210
n(d)
=
19.425× f
n(d)
(in MBq) (19)
where 1.85MBq, 20Hz, 210 lines are the activity, the tracking frequency and the desired
number of lines per run chosen in this study, f is the tracking frequency, and n(d) is the600
number of lines per run corresponding to the phantom diameter (d) that can be selected
from the fitted curves as shown in Fig .15.
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VI. DISCUSSION
One typical limitation of the conventional PET imaging technique is the field of view
(FOV) constraint, in which radioactive sources that fall beyond the FOV would not be605
imaged. Similarly, in this localization method, the capsule would not be localized once its
movement exceeds the FOV. However, thanks to the real-time tracking (a tracking frequency
of 20Hz in this study), this limitation can be overcome. Being located in real-time, it is
possible to ensure that the capsule is always within the FOV. When the capsule is close to
the boundary of the FOV, the patient bed will be moved accordingly so that the current610
capsule position is approximately at the center of the FOV. In commercial PET systems,
the patient bed position can be manipulated precisely in all lateral, vertical and longitudinal
directions. The subsequent calculation to estimate the capsules localization information can
then be compensated by adding the translation vector of the patient bed movement to the
coordinates of the reference coordinate system.615
The tracking algorithm developed in this study is reliable in computing the position and
orientation of the capsule. Owing to the effectiveness of the failure prediction method and
the initialization method based on finding the center of the triangle, the localization was
never observed to fail over the datasets used in this study. Even in extreme cases where the
capsule has an abrupt movement, the capsule can still be localized. The failure prediction620
method temporarily stops the use of the Fuzzy C-mean clustering algorithm in situations
where initial positions of the markers are unacceptable, and waits until the initialization
method is activated to provide more sufficient initial values to the clustering algorithm. In
addition, given reasonably accurate estimated position of the triangle center (an average
position error of 0.88 mm as shown in Fig. 9), the initialization method is likely to generate625
adequate initial values.
Due to safety and not causing discomfort to a patient, the capsule is not allowed to move
too fast inside the GI tract. Additionally, abrupt capsule movement can be detected effec-
tively by the failure prediction method. Therefore, the tracking frequency is not necessarily
as high as 20Hz performed in this study. With a lower tracking rate, i.e. longer sampling630
time, the same level of activity of the marker will provide a proportionally higher number of
coincidence lines collected in each localization run. Accordingly, the activity of the marker
can thus be chosen at a lower value. However, for thick and heavy patients, the activity
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would have to be increased to compensate the gamma rays that attenuate and scatter in
the patient body to ensure a sufficient number of coincidence lines are input to the tracking635
algorithm.
The localization method proposed in this paper is not limited to the application of robotic
endoscopic capsules, and it can be extended to track other medical devices where position
and orientation information is required in diagnosis and treatment of diseases. In such
applications, the number of the markers embedded in the device can be varied (more than640
three) with various configurations, and they would be likely to be located by an algorithm
similar to the tracking algorithm presented in this paper. In a future work, commercial PET
scanners will be utilized to further validate the proposed localization method. Thanks to
the high reliability of the GATE simulation which has been proved in the literature, the
tracking performance is not expected to be much different when the method is evaluated645
with a real PET scanner.
VII. CONCLUSION
This paper has presented an innovative localization method for WCE based on tracking
three positron emission markers embedded in the capsule’s cover. Using simulation data
acquired from the GATE simulation toolkit, the performance of the tracking algorithm has650
been evaluated. Results obtained after implementing the tracking algorithm show that this
localization method can potentially achieve real-time tracking with a high tracking accuracy.
The position and orientation of the capsule can be computed in 2ms to 3ms (compared to
50ms of sampling time) with an average position error of less than 0.4mm and an average
orientation error of less than 2◦. Furthermore, free space occupation inside the capsule655
and zero battery consumption are also great advantages of this localization method. The
localization system is expected to be compatible with any actuation mechanisms for WCE
as there is no conflict between gamma rays and electric and magnetic fields used in other
actuation systems. A disadvantage of this method is the radiation exposure to the patient
body from the three radioactive markers. However, the activity used in this localization660
method (1.85MBq x 3 markers = 5.55 MBq of 22Na in several hours) is much lower than in
clinical PET imaging (typically 200-600 MBq of 18F-FDG in approximately 2 hours33), and
it can be lessened even more in practice if a lower tracking frequency is chosen. In future
30
work, the tracking algorithm will be evaluated using experimental data when the localization
method is tested with conventional PET scanners.665
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